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No Description/Details of Steps in Activity Hazards Possible Accident / Ill Health & 
Persons-at-Risk

Existing Risk Control (Mitigation) Severity Likelihood 
(Probability)

Risk Level Additional Risk Control Person Responsible By (Date)

1 The samples to be irradiated are placed inside 
the chamber and lowered into the gamma flux 
of the Co60 source by a motorised system.

Radiation from radioactive source. Over exposure to gamma radiation 
related health problems.  The operator 
is at risk.

Operator and others do not stay in the room longer 
than necessary with radiation level below 0.04 
mR/hr.
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